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FOREWORD

This standard is intended to be used in the Department of Energy Laboratory
Accreditation Program (DOELAP) for personnel dosimetry systems. It is based on the American
National Standards Institute’s (ANSI) Criteria for Testing Personnel Dosimetry Performance,
ANSI N13.11-1983,* recommendations made to DOE in Guidelines for the Calibration of
Personnel Dosimeters, Pacific Northwest Laboratory (PNL)-45152 and comments received
during peer review by DOE and DOE contractor personnel. The recommendations contained in
PNL-4515 were based on an evaluation of ANSI N13.11 conducted for the Office of Nuclear
Safety, DOE, by PNL.? Parts of ANSI N13.11 that did not require modification were used
essentially intact in this standard to maintain consistency with nationally recognized standards.

Modifications to this standard have resulted from several DOE/DOE contractor reviews
and apilot testing session. Aninitial peer review by selected DOE and DOE contractor
representatives on technical content was conducted in 1983. A review by DOE field offices,
program offices, and contractors was conducted in mid-1984. A pilot performance testing
session sponsored by the Office of Nuclear Safety was conducted in early 1985 by the
Radiological and Environmental Sciences Laboratory, Idaho Falls.* Results of the pilot test were
reviewed in late 1985 by a DOE and DOE contractor committee.

The DOE Laboratory Accreditation Program provides a structured means for assuring the
quality of personnel dosimetry performance. The program was initiated and developed by the
DOE Office of Nuclear Safety (Environment, Safety and Health) to improve the quality of
personnel dosimetry through (1) performance testing, (2) dosimetry and calibration
intercomparisons, and (3) applied research.

Participation in the program is required of all DOE and DOE contractor dosimetry
programs (DOE Order 5480 Series). Further information with respect to the requirements and
administration of DOELAP program is provided in the "Handbook for the DOE L aboratory
Accreditation Program for Personnel Dosimetry Systems" and the "Quality Assurance Manual for
the DOE Laboratory Accreditation Program for Personnel Dosimetry Systems” (applicable to the
Performance Test Laboratory only).

Edward J. Vallario, Acting Director
Radiological Controls Division
Office of Nuclear Safety

U.S. Department of Energy
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DEPARTMENT OF ENERGY
STANDARD FOR THE PERFORMANCE TESTING OF
PERSONNEL DOSIMETRY SYSTEMS

1. INTRODUCTION

1.1 Purpose

This standard defines a set of reference
performance tests to help establish auniform
approach to personnel dosimetry. The
purpose of the standard isto describe
minimum levels of acceptable performance
and to provide procedures for the
performance testing of personnel dosimetry
systems.

1.2 Scope

The standard applies only to personnel
dosimetry systems used for determining
whole-body dose equivalent for the
permanent record. The standard is
applicable for dosimetry performed for
health protection under controlled and
uncontrolled conditions (accident
dosimetry). Testsfor accident dosimetry are
approximately represented by the high-dose
categories. The performance testing
includes categories for the determination of
dose equivalent (or absorbed dose) due to
ionizing radiation only.

The standard also applies for specific
energy intervals. The approximate intervals
arefrom 15 KeV to 2 MeV for photons,
above 0.3 MeV (average energy) for beta
particles, and from 1 keV to 2 MeV for
neutrons.

Performance studies for angular
dependence (Section 3.3) and lower limit of
detectability (Section 3.4) are required one

time only for each dosimeter type submitted
for evaluation.

NOTE: Performance testsfor
extremity dosimetry, thermal neutron
dosimetry and high-energy neutron
dosimetry are excluded from this scope.
These categories are planned for inclusion in
future revisions of this standard.

13 Use

Reference calibration points for
personnel dosimetry systems, including
energies, source specifications and standard
irradiation geometries are defined in
sections 2.2, 2.3, and 2.4. The performance
criteriadefined in section 3.1 shall be used
to evaluate dosimeter performance at each
reference energy.

Calibrations used for the evaluation of
occupational doses or dose equivalents may
differ from the reference calibrations.
Where such differences exist, the
dosimeter’s response per unit of delivered
dose (or dose equivalent) for the calibration
applicable to the occupational environment
shall be determined relative to areference
calibration point. Determinations of
calibrations specific to occupational
environments shall be documented.

A facility should not be required to
comply with al portions of this standard if a



technical basisfor exemption from
identified categories in demonstrated.

1.4 Review

The standard shall be reviewed and
updated by the Department of Energy (DOE)
when considered necessary. Technological
advances in both beta and neutron personnel
dosimetry practices may allow strengthening
of the performance specifications. In
addition, it may be desirable to broaden the
scope of the standard.

1.5 Definitions

The definitions for many of the terms
used in this standard are given below:

Absorbed Dose (D). The energy absorbed
per unit mass at a specified point. The
gpecia unitistherad. The Sl unitisthe
gray (Gy). 1 Gy =100 rad.

Accident Dosimetry. The determination of
high levels of absorbed dose resulting from
uncontrolled conditions.

Accreditation. The process of evaluating a
program which uses personnel dosimetersto
measure, report, and record dose equivalents
received by radiation workers.

Angular Dependence. Theresponse of a
dosimeter as afunction of angle of incidence
of the radiation detected compared to its
response at normal incidence (non-
perpendicular incidence).

Applicant. A DOE or DOE laboratory
contractor facility which has submitted an
application for DOELAP accreditation and
IS participating in the accreditation process.

The dosimetry processor may be the same as
the applicant or may be under contract to the
applicant to provide the processing service.

Bias (B). The average of the performance
quotients, P, for n dosimeters, for a specified
irradiation category and depth,

1
B-L XP (1)

Calibration Specific to Occupational
Environment. The dosimeter calibration
applicable only to a particular occupational
environment. These calibrations are
determined by comparing reference
measurements to dosimeter response
measurements. Both measurements are
performed in the work place.

Detection Threshold. The minimum
evauated dose equivalent for which the
readout value of adosimeter is significantly
different (at the 95% confidence level) from
the mean readout value of unirradiated
dosimeters.

Dose Equivalent (H). The product of the
absorbed dose (D), the quality factor (Q),
and any other modifying factors. The
specia unit istherem. When D is expressed
in Gy, Hisin Sieverts (Sv). 1 Sv = 100 rem.

Dosimeter. A combination of absorber(s)
and radiation-sensitive element(s) that is
used to provide a cumulative record of
absorbed dose or dose equivalent received
when worn by an individual.

Estimate of Uncertainty (E). The
estimated fractional uncertainty of the
delivered dose or dose equivalent. The
value excludes uncertainties associated with



the exposure-to-dose-equivalent conversion
factors for photon irradiations, the flux-to-
dose equivalent conversion factor for
neutron irradiations and the photon
component of the neutron irradiations. The
testing laboratory calculates this value.

Exposure-to-Dose-Equivalent Conversion
Factor for Photons (C,). The numerical
quantity that relates the exposurein air to
the dose equivalent at a specified depth in a
material of specified geometry and
composition. The C, factors change asa
function of photon energy, material
geometry (e.g., sphere, slab, or torso), and
material composition (e.g., tissue-equivalent
plastic, soft tissue ignoring trace elements,
or soft tissue including trace elements).

Free-Field Dose Equivalent. The dose
equivalent assigned for neutron irradiation
asif it were performed in free space with no
background due to air and room scattering
and no source asymmetry.®

High-Dose Range. A performance test
range outside the normal operating range.
Tests for accident dosimetry capability are
conducted within this range.

In-Phantom Dose Rate for Beta Sour ces.
The absorbed dose rate at the specified depth
inside atissue-equivalent phantom.

Phantom dimensions are assumed to be 30
cm x 30 cm x 5 cm (or greater). Thetissue
equivalency isfor beta radiations.

Irradiation Category. Each typeand
energy (or mixture) of radiation for which
performance criteria are given.

Lower Limit of Detectability. The
minimum eval uated dose equivalent for

which the readout value of adosimeter is
significantly different (at the 95%
confidence level) from the readout value at
the detection threshold.

Performance Quotient (P,). Thefractiona
difference between the reported and
delivered absorbed dose or dose equivalent
for the i™ dosimeter,

X ) - X (4w

X (sl ) @)

P\

where D, H,, or H, can be inserted for X.
Here d and srefer to the depth at which D or
H is specified, d for deep and sfor shallow.
The shallow absorbed dose, D, is not used
in the performance criteria.

Processor. A supplier of personnel
dosimetry services. These services include:

. Furnishing dosimeters to the user

. Evaluating the dosimeter readings
after their return, in terms of the
shallow and deep dose equivalent
or the deep absorbed dose as
prescribed in this standard

. Recording the results

. Reporting the results to the user.

Protection Dosimetry. Routine
measurements and the estimation of the dose
equivalent for the purpose of determining
and controlling the dose equivalent received
by radiation workers.

Shallow and Deep Absorbed Dose (D, and
D,) or Dose Equivalent (H;and H,). The
absorbed dose or dose equivalent at the
respective depths of 0.007 cmand 1.0cmin



amateria of specified geometry and
composition.

Standard Deviation (S). The standard
deviation of the performance quotients, P,
calculated for n dosimeters for a specified
irradiation category and depth,

3)

Y P -8
S=— n-1

Test. A procedure with the following
sequence:

. Applicant submits dosimeters
from current stock to atesting
laboratory over a period of several
months. The number of
dosimeters submitted is sufficient
for the specified irradiationsin a
given test category.

. Testing laboratory personnel
irradiate the dosimeters using the
type(s) of radiation specified for
the test category.

. Applicant evaluates the response
of the returned dosimetersin
terms of shallow and deep dose
equivalent for tests of protection
monitoring or in terms of deep
absorbed dose for testsin high-
dose categories.

. Applicant submits these data to
the testing laboratory.

. Testing laboratory analyzes the
submitted data.

. Testing laboratory reports the
results of thisanalysis (a'so
referred to as "the test results') to
the applicant.

Testing Laboratory. A laboratory
independent of the applicant’s operation,
authorized by DOE to carry out the
procedures outlined in this standard.

The words shall, should, and may are
used asfollowsin this standard: shall
denotes a requirement; should, a
recommendation; and may, a permissible
practice.



2. TEST PROCEDURES

2.1 Administrative Procedures

The Performance tests are administered
by the testing laboratory. The administrative
procedures are described below.

2.1.1 Information to be Supplied to the
Testing laboratory. The applicant for
accreditation shall provide the following:

» Thetest categories desired with
justification(s) for those categories
not chosen

» A brief description of dosimeter
design, construction, and processing

* Anindication of whether the
dosimeter isin current use or
planned for future use

» Angular-response datarequired in
Section 3.3 and lower limit of
detectability datarequired in
Section 3.4 or aplan indicating how
these datawill be obtained and
furnished to the testing laboratory

» Documentation of field calibrations
if different from references sources.
The differences between the
procedure, calculation, and/or
calibration used for reporting
occupational exposures shall be
provided prior to the test procedure
or along with the reported data.

The applicant shall certify that the
dosimeters submitted for each test are
representative of those supplied routinely to
itsusers.

2.1.2 Number of Test Dosimeters. The
applicant shall submit to the testing
laboratory either 15 or 30 dosimeters for

irradiation in any given test category.
Submittal of 30 dosimeters requires a special
arrangement with the testing laboratory (see
Section 3.1). The dosimeters shall be
submitted to the testing laboratory in three
shipments. Additional dosimeters shall be
included with each dosimeter shipment to
serve as shipment controls and replacement
gpares. Dosimeters may be voided in atest
category because of problems caused by the
testing laboratory, the applicant, or the
processor. The minimum number of
irradiated dosimeters required for analysis of
a 15-dosimeter test is 13 and for a 30-
dosimeter test is 26. If thisrequirement is
not satisfied, statistical analysis of the results
in that category shall be delayed until
replacement dosimeters have been submitted
to the testing laboratory, irradiated, and the
results are reported by the applicant to the
testing laboratory.

2.1.3 Test Schedule. Each test shall extend
over aperiod ranging from 3 to 6 months.
The test dosimeters required for each test
category shall be submitted to the testing
laboratory in at least three separate groups as
the testing laboratory directs. Each group
shall be returned by the testing laboratory to
the applicant within approximately 1 month
of the announced start date for irradiations.
Dosimeters submitted late may be included
in the following month’'sirradiations. The
applicant shall report the evaluations to the
testing laboratory within 45 days of
receiving the dosimeters. If this requirement
isnot met, it may be necessary to void all
dosimeter evaluations in the same test
category.



2.1.4 Dissemination of Test Results. The
testing laboratory shall report all test results
to the applicant after the test is completed.
An estimate of the uncertainty of the
assigned values of the delivered dose
equivalent (or absorbed dose) shall be
included in the report. The applicant shall
not be permitted to change or void the
reported values after receiving the test
results from the testing laboratory.

2.2 Radiation Sources

The specified irradiations represent the
minimum necessary to ensure adequate
performance for a multipurpose personnel
dosimetry system. Most of the irradiation
categories specified and the range of dose
equivalents were taken from the American
National Standards Institute report ANSI
N13.11-1983."

The specifications for the test
irradiations closely follow those givenin
ANSI N13.11. Mgor differencesare: 1) the
exposure-to-dose-equivalent conversion
factors for photons (C,) are specified for the
calibration geometry; 2) the specifications
for the beta source calibrations are more
complete; and 3) additional photon, beta,
and neutron sources are included. A more
comprehensive discussion is presented in
Appendix A.

The response of the personnel
dosimetry system shall be determined using
the following sources:

1. A sedled ***Cs gammarray source
» Theirradiation geometry must be

adjusted to achieve a shallow depth
C, factor of 1.03 + 0.05 rem/R.

X-ray machine(s) that produce
continuous spectra using the U.S.
National Bureau of Standards (NBS)
technique% and are capable of
generating nearly monoenergetic low-
energy photon beams (15 to 20 keV and
55 to 65 keV)

* The operable voltage range is
between 30 kV and 160 kV constant
potential for the NBS techniques
(Table 1). The half-value layer and
homogeneity coefficient shall be
adjusted to match NBS specifications
according to the recommendations in
ISO 4037. The half-value layers
shall agree to within 2% and the
homogeneity coefficients within 4%
of the NBS specifications.

« An ?!Am source may be substituted
for the 55-keV to 65-keV nearly
mono-energetic beam at the
discretion of the testing laboratory.

» The k-fluorescence x-ray technique
may be used to generate the nearly
monoenergetic beanis.

A sealed® S¥ Y beta-particle source
with 100-mg/cm filtration (nominal) to
remove thé® Sr component. It shall
meet the following specifications:

e The residual maximum energy, as
defined in the International Standard
ISO 6980%° shall equal or exceed
1.80 MeV.

* The in-phantom dose rate at 100
mg/cnt divided by the dose rate at
7 mg/cnt shall be 1.01 + 0.03.



Tablel. Reference sources

Source

Energy

Low-Energy Photons
NBS filtered Techniques®
M30 (LG)®
S60 (MFC)®
M150 (MFI)®
H150 (HFG)
Monoenergetic®
Monoenergetic®
241A mc,d

High-Energy Photons
137CSb

Beta Particles
204T|
OSy/®Y (filtered)®

Natural or Depleted Uranium®

Neutrons
%2Cf (moderated)®
%2Cf (unmoderated)

a NBS Special Publication 250, Appendix C.° The half-value layer and homogeneity coefficient should

20 keV (average)
36 keV (average)
70 keV (average)
120 keV (effective)
15to 20 keV

55 to 65 keV

59 kev

662 keV

0.76 MeV (maximum)
2.3 MeV (maximum)
2.3 MeV (maximum)

be adjusted according to the recommendationsin I SO 4037.7

b. These sources are aso specified in ANSI N13.11-1983.*

¢. These sources were included for specific occupational environments.

d. At the option of the testing laboratory, the 2*Am source may be substituted for the 55- to 65-keV

monoenergeti C source.

e. Moderated by 15 cm of D,O.*

» Thein-phantom dose rate at
1000 mg/cm? shall be less than 1%
of the dose rate at 7 mg/cm?.

e The dosimetry and energy
measurement specifications shall
take precedence over irradiation
geometry specifications.

4. A seded **T1 beta-particle source
meeting the following specifications:

* Theresidua maximum energy, as
defined is1SO 6980, shall equal or
exceed 0.53 MeV.

» Thein-phantom dose rate at
20 mg/cm? divided by thein-



phantom dose rate at 7 mg/cm? shall
be 0.80 + 0.05.

» The dosimetry and energy
measurement specifications shall
take precedence over the irradiation
geometry specifications.

5. A natural or depleted uranium slab
meeting the following specifications:

» The source protective covering shall
be in the range between 3 mgfcm
and 7 mg/crh inclusive.

« The dose rate at 100 mg/ém divided
by the dose rate at 7 mg/ém shall be
0.58 + 0.04.

» The in-phantom dose rate at
1000 mg/cra shall be less than 3%
of the dose rate at 7 mg/ém .

» The measurement specification shall
take precedence over the geometry
specification.

» The dimensions of the source must
exceed the dimensions of the
irradiated dosimeters.

6. A %*Cf neutron source used
unmoderated and moderated by 15 cm
of D,O covered by 0.05 cm of
cadmium®

2.3 Radiation Field Calibrations

Procedures used for calibrating
radiation fields shall reference them to
source fields standardized by NBS and shall
be consistent with accepted national
standards and practices. Reference class
instruments, as defined in NBS Special
Publication 603% or sealed radioactive
sources shall be used. (A list of calibration
services offered by NBS is included in NBS
Special Publication 260. ) The testing

|aboratory shall participatein a
Measurement Quality Assurance Program
with NBS.
The list of reference sources is given in
Table 1. The rationale for selecting the
reference calibration sources is discussed in
Section A.1 of Appendix A. Requirements
for beta calibration spectra are discussed in
Section A.2 of Appendix A.

2.3.1 Photon Fields. Photon radiation

fields shall be calibrated in terms of
exposure in free air. Reference class
ionization chambers calibrated by NBS for
the particular techniques specified in Table 1
shall be used for the NBS techniques and the
13'Cs source. Other photon sources shall be
calibrated with a reference class ionization
chamber with a measured slowly varying
energy dependence which has been
calibrated by NBS or intercompared with
NBS calibrated chambers in the appropriate
energy range.

The dose equivalent assigned to
exposed dosimeters shall be calculated using
the exposure-to-dose-equivalent conversion
factors (G ) listed in Table 2. (The rationale
used for choosing this particular set gf C
factors is given in Appendix A, Section
A.3.) Absorbed dose and dose equivalent
for radioactive source irradiations shall be
calculated:

H-@ X t; HH-@ X ¢
D =C X t

where -, is the exposure rate in air
calibrated using the above procedure, s
refers to shallow, d refers to deep, tis the
irradiation time and Q is the quality factor

(1 Sv/IGy). The shallow dose equivalent rate
for ¥’Cs exposures shall be measured for



each source and the irradiation geometry where T is the exposure-per-charge

shall be adjusted to achieve a C, ; value of calibration factor for the monitor chamber at
1.03 £ 0.05 rem/R. The suggested method is the standard temperature and pressure; M is
with an extrapolation chamber embedded in the reading of the monitor chamber in units
a methylmethacrylate phantom. of charge; and C is the temperature and
For x-ray exposures referenced to an pressure correction factor for the monitor

unsealed monitor ionization chamber, chamber.

e T B | ¢

D =C T (5)

Table 2. Exposure-to-dose-equivalent conversion factorsfor photons®

NBS Filtered X-ray Techniques C, Conversion Factors, remiR
Shallow Deep
Technigue (0.007 cm) (1.0 cm)
M30 1.08 0.45
S60 1.15 1.07
M150 1.41 1.47
H150 1.41 1.41

K-Fluorescene X-ray Techniques

Energy, keV
16 1.08 0.38
24 1.07 0.74
34 1.07 0.99
43 1.28 1.30
58 1.47 1.54
78 1.61 1.72
100 1.59 1.74
BiCs
662 — 1.03

a. Datataken from Yoder et al.*®
b. The Sl unit conversionsare 1 rem=102Sv and 1 R = 2.58 x 10 C/Kkg.

¢. Thisvalueis dependent on source geometry and shall be measured for each source. The irradiation geometry
must be adjusted to achieve a value of 1.03 + 0.05 rem/R.




2.3.2 Beta-Particle Fields. Beta-particle where - is the relative chamber signal,

fields shall be calibrated in terms of corrected for temperature and pressure, and
absorbed dose at a tissue depth of 7 m§/cm  d is the original calibration depth.
using a thin-window, tissue-equivalent The dose equivalent assigned to

extrapolation chamber with the appropriate exposed dosimeters shall be calculated using
thickness of tissue-equivalent material in )

front of the window. The extrapolation H=D(@d- -t-Q-C 7)
chamber shall be calibrated using a beta-

particle source with a calibration referenced  Wherey, , is the absorbed dose rate at the

to standards maintained by NBS. A tissue- calibration depth d, t is the time, and Q is the
equivalent extrapolation chamber typically quality factor (1 Sv/Gy).

contains a shell, a collecting electrode, and a

front window of tissue-equivalent plastic. If ~ 2.3.3 Neutron Fields. The®? Cf sources

air is used in the volume, an appropriate shall be calibrated in terms of neutron
correction factor (stopping power ratio) shall emission rate by NBS or another qualified
be required. laboratory using equipment and techniques

Calibration depths used for beta referenced to NBS-maintained standards.
irradiations can range from a few tenths of Procedures for calculating the dose
milligrams per square centimeter to equivalent for exposed dosimeters shall
7 mg/cnt . If a source has been calibrated at follow NBS Special Publication 633. In
depths other than 7 mg/ém , measurement of this publication the free-field dose
a transmission factor shall be performed. equivalent (mrem) for unmoderated
The transmission factor shall be measured exposures is defined by:
with a thin-window ionization chamber or
extrapolation chamber. The chamber shall N-C ‘t-®
be positioned with its effective center at the H = “ (8)
calibrated point. Measurements shall then Anr
be performed at the depth of calibration and
at a depth of 7 mg/ctn . If material must be Where N is the neutron emission rate
added to reach the required measurement (n/sgc), C is the dose-equivalent conversion
depth, it shall be placed in contact with the factor for unmodef&#ted Cf (3.33 x 10
chamber window. The total material mremZcm /n), t is the time (h), 3600 is the
thickness should be within + 0.5 mg/&m of number of seconds in an hour, and r is the
the nominal measurement depth or calibration distance (from the source center
measurement data collected with greater and to the front face of the phantom, cm). For
lesser thicknesses shall be used to obtain the the moderated source,
correct value by interpolation. The
transmission factor shall be calculated as N-C ‘t-® -08
follows: H = - 9)

Anr
c = M (6) where G, is the dose-equivalent conversion
X(d) factor for moderate®? Cf (9.08 x $0

mrem-cni /n), and the 0.885 factor allows

10



for the loss of the number of neutrons
moderated below the cadmium cutoff.

NOTE: Ing and Cross® quote slightly
different values for C,, because they use a
lower limit of 1 eV for their calculations.
The effect of the neutrons between the
cadmium cutoff and 1 eV account for
differencesin C,, and the neutron loss
fraction (see explanation in Schwartz,
Eisenhauer and Grundl*®).

The applicant can obtain direct
calibration factor(s) from the testing
laboratory. Otherwise, the applicant should
consider applying correction factorsto the
dosimeter readings for air scattering, room
return, and source scattering. These
techniques are described in NBS Specia
Publication 633.°

The photon component for each
irradiation source geometry shall be
measured. Unmoderated °Cf irradiations
probably have a greater variation of photon
component than the moderated irradiations
because of greater relative differencesin
source filtration. Typical values are 7% of
the neutron dose equivalent for unmoderated
irradiations'” and 18% for moderated
irradiations.*®

2.4 Irradiation Geometries and
Uncertainties

The dosimeters shall be irradiated using
a phantom backing, except for on-contact
slab-source exposures. The phantom shall
be methylmethacrylate slabs measuring
30 cm x 30 cm x 15 cm for photon
calibrations, 30 cm x 30 cm x 5 cm (or
greater) for beta-particle calibrations, and
40 cm x 40 cm x 15 cm for neutron
calibrations. The dosimeters shall be
attached to the surface of the phantom facing

11

the source (front face). For collimated
beams, the central beam axisis positioned
perpendicular to and passing through the
center of the front face of the phantom. For
uncollimated beams, the center of the front
face of the phantom is positioned
perpendicular to aradia line from the source
center. Dosimeters shall be mounted with
the sensitive elements within the central 15-
cm x 15-cm area of the phantom for photon
and beta-particle irradiations and within the
central 20-cm x 20-cm areafor neutron
irradiations. The point of calibration shall
coincide with the center of the front face of
the phantom. The irradiation geometries
summarized in Table 3 shall be used.

For photon and beta-particle
irradiations, the scatter from the surfaces of
the irradiation room and from the source and
phantom support hardware shall contribute
only asmall fraction to the uncertainty in the
assigned dose equivalent. If several
dosimeters are irradiated simultaneoudly,
precautions shall be taken to keep the mutual
interference much smaller than the
uncertainty in the assigned dose equivalent.

The uncertainty in the assigned dose
equivalent shall not exceed + 5%, excluding
uncertainties in the dose equivalent
conversion factors and the photon
component of the neutron irradiations.
Dose-rate uniformity measurements shall be
performed to determine the useful exposure
area. Included in the 5% limit are
uncertainties due to source standardization,
the uncertainty due to dosimeter position,
and the uncertainty due to scattered radiation
not stemming from the phantom. The
systematic and random uncertainties shall be
summed quadratically and separately. The
+ 5% limit shall be imposed on the total
linear sum of the systematic and random



Table3. Dosimeter irradiation geometries

Phantom Size
Source Type cm
Photon sources 30x30x 15
137CS
NBSfiltered x-rays
Monoenergetic x-rays
Beta Sources 30x 30x =5
0Gy/0y 30x30x >5
204T| _
Slab Uranium
Neutron Sources 40x40x 15

M aximum
Distance, cm? Useful Area®
15cmx 15¢cm

>100
>100

>50

>30 15cmx 15cm
30-50 15cmx 15cm
On contact —

>50 20cm x 20 cm

a. Distance from the source center to the front face of the phantom.

b. Position dosimeters so that the sensitive elements fall within the useful area, centered on the front face of the

phantom.

uncertainties. (Refer to Chapter 23 of NBS
Handbook 9% for guidance on quoting
uncertainties.)

NOTE: To achieve a total uncertainty not

in excess of + 5%, it may be necessary to
measure and use position-specific correction
factors. This can reduce the contribution to
the total uncertainty due to dose-rate
nonuniformity to an acceptable level.

2.5 Irradiation Level Selection
In each category, the irradiation levels
shall be chosen at random using the

logarithms of the dose equivalents or
absorbed doses. Random selection of the

12

logarithms of the irradiation levels rather
than the levels themselves increases the
probability of selecting values near the lower

limit of the range. Values for the 1-cm
depth shall be used except for the beta-
particle category or mixtures using beta
sources, for which the shallow depth shall be
used. In addition, for the categories dealing
with mixed radiation fields, the component
ratios shall be selected at random. In these
categories, the assigned dose equivalent of
the larger component shall not be greater
than three times that of the smaller
component. The test range for the mixture
categories specified in Table 4 applies to the
summed dose equivalent.



The method for selecting irradiation
levels within any one test category and test
irradiation range shall be to select random
numbers, p, between O and 1 and to
represent the logarithm of the dose
equivalent, H, as

- . o a e N ¢ 10))
* * 3 ' u 3
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where (H), and (H), are the lower and upper
limits, respectively, of the range of test
irradiation levelsin question. The
logarithms of absorbed doses shall also be
selected using the same method.



Table4. Irradiation categories

IA.

IB.

VA.

VB.

Category
Energy
Low-Energy Photons (X Ray) - High
Dose
NBS Filtered Technique
M1507 70 keVv®
High-Energy Photons - High Dose
¥Ccg 662 keV
Low-Energy Photons (X Ray) - Genera
NBS Filtered Techniques
M30% 20 keV®
S607 36 keV®
M1502 70 keVv®
H150 120 keV©
Low-Energy Photons (X Ray) -
Plutonium Environments
Monoenergetic 15to 20 keV
Monoenergetic 55 to 65 keV
Am? 59 keV
High-Energy Photons
o5 662 keV
Beta Particles - General (Point
Geometry)
29T1° 0.76 MeV'
05r/%Y (filtered)? 2.3MeV'
Beta Particles - Specia (Slab Geometry)
Uranium 2.3 MeV'

Test

Test Range Depths
10-500 rad Deep
10-500 rad Deep
0.03-10 rem Shallow

Deep
0.03-5rem Shallow

Deep
0.03-10 rem Shallow

Deep
0.15-10 rem Shallow
0.15-5rem Shallow
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Table4. (continued)

Category
Energy
VC. BetaParticles- Specia (Point
Geometry)
9T1° 0.76 MeV'
OGr/0Y 2.3MeV'
VI. Neutron
#2Cf (moderated)?
#2Cf (unmoderated)
VII. Mixture Categories
& 1ve
& v One energy
& v from each
& Vi category
IV & VI?2

a. This category or a subset of this category is aso specified in Reference 1.
b. Average.

c. Effective.

Test Range
0.15-10 rem

0.2-5rem

0.05-5rem }
0.2-5rem
0.2-5rem
0.3-5rem
0.3-5rem

Test
Depths

Shallow

Deep

Shallow
Deep

Deep

d. The?!Am sourceisoptional. At the option of the testing laboratory, it may be used in lieu of the 55- to 54-

keV monoenergetic source.
e. A modified performance algorithm is recommended.
f. Maximum.

g. Moderated by 15 cm of DO (see Reference 11).

h. For work environments containing plutonium, use the monoenergetic or *Am sources.
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3. PERFORMANCE STANDARDS

3.1 PerformanceCriteria

Performance in a given category or
subcategory (see Table 4) shall be
considered adequate if, for the shallow
and/or deep dose equivalents (or the deep
absorbed dose)

Bl + s- [El<L (12)
where B and S designate, respectively, the
bias and standard deviation of the
performance quotient for the particular
category or subcategory, E isthe estimation
of the fractional uncertainty in the delivered
dose or dose equivalent rate, and L isthe
tolerance level. The values of L shall be the
following:

L =0.30 for Categories | through VI
(12)
L =0.40 for Category VII.

A modified performance criterion in
lieu of Equation (11) shall be acceptable for
the ?T1 tests. The?T1 source shall not be
used for mixtures (Category VII). The
modified criterion is:

Bl - lEl<08 ( T o ) (13)

The performance criteriain
Equations (11), (12) and (13) shall be used
until two years after the effective date of the
DOE Order.® At that time, Equation (12)
shall be changed to: "L =0.30for all
categories' and Equation (13) shall be
deleted. The performance criteriafor 2T1
shall then be the same (including mixtures)
asfor the other test sources.
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NOTE: The standard of performanceis
based on achievable standards consistent
with the goals of health protection. The test
criterion,

Bl + S< 08 (14)
can be interpreted as providing
approximately 70% confidence that a
dosimeter response would be within 30% of
aconventionally true value. However, for
workers using four dosimeters annually and
receiving approximately the same dose on
each, the criterion provides approximately
95% confidence that the annual reported
dose equivalent would be within 30% of a
conventionally true value. The relationship
of this criterion to the recommendations of
the National Council on Radiation
Protection and Measurements, the
International Commission on Radiation
Units and Measurements and the
International Commission on Radiol ogical
Protection are contained in Appendix B.

The estimation of uncertainty (E) was
included in the test algorithm to decrease the
probability of an inadequate test result being
assigned to an adequate dosimetry system.
The test applicant receives the benefit of the
uncertainty in the delivered dose or dose
equivalent.

The ability of adosimetry system to
meet the performance criteriais typically
limited by the mixture categories, especially
those mixed with the low energy photon
category. Thetolerance level for mixture
categories was set to 0.40 from 0.30 for the
first two-year testing period to allow for
unexpected difficulties and provides time for
adjustments to meet the more stringent
criteriato be imposed later.



The test for the low-energy beta source
(**T1) is not required to use Equation (11)
for theinitial two-year period because of the
technological and practical limitations of
current dosimeter designs. The ?®T1 test
algorithm was chosen based on the low-
energy beta performance reported by
Roberson et al .2

The number of dosimeters submitted for
a category may be doubled (from 15 to 30) if
the fractional standard deviation for that
category is greater than 0.15. Determining
which categories qualify is the responsibility
of the applicant, with concurrence by the
testing laboratory (see Section 2.1.2). If the
performance of a dosimetry system isfound
inadequate at the conclusion of a
performance test and the estimated
probability is greater than 5% that the
inadequate result was due to statistical
fluctuations in the testing procedure, it shall
be so noted on the test results and the
applicant should consider submitting 30
dosimetersto that category during the
subsequent retest period.

NOTE: The statistical uncertainty of
the test results increases with the standard
deviation (see Appendix B). Table B.1 of
Appendix B lists the (approximate) two
standard deviation uncertainties of the test
result as afunction of the true dosimeter
standard deviation and the number of
dosimeters used. These values may be used
to estimate the probability of an inadequate
performance due to the uncertaintiesin the
test results. Doubling the number of test
dosimeters will decrease the effects of the
test uncertainties.

The performance test shall be split into
three partsin a period not shorter than
3 months and not longer than 6 months (see
Section 2.1.3).
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NOTE: The standard deviation is
composed of dosimeter variations present in
a batch of dosimeters read sequentially and
the long-term variability of the calibration-
plus-readout process. A sampling of the
long-term variability is accomplished by
splitting the evaluation over a period of
time.

3.2 Irradiation Categories

The evaluation of the personnel
dosimetry system shall use the categories
listed in Table 4. The applicants shall
submit dosimeters for testing in the high-
dose categories (I and 11) corresponding to
the similar protection categories (111 and 1V).

NOTE: The high-dose category
corresponding to Category 111B is Category |
due to the difficulty of achieving high-dose
levels with nearly monoenergetic sources.

The nearly monoenergetic low-energy
photon sources (Category I11B), the uranium
slab source (Category VB), and the special
beta point sources (Category VC) were
included for application to specific
occupational environments. These
categories may be used in place of or in
addition to Categories|11A and VA,
depending on the occupational environments
included in the service. Dosimetry services
for an occupational environment containing
significant quantities of plutonium shall use
Category I11B. If the same service covers
areas with general x-ray sources,

Category I11A shall also be used.

Dosimetry services covering
occupational environments containing
uranium sources and having an established
beta calibration program using slab uranium
may use Category VB in place of VA. If the



dosimetry service aso covers environments
with general beta emitters, then testing in
Category VA shall be performed.

Category VC shall be used by
contractors requiring either a high-energy or
low-energy beta source test only. The
desired source shall be specified before
initiation of the performancetest. If both
high- and low-energy sources are required,
Category VA shall be used. If both low-
energy photon categories (111A and 111B) or
if two of the beta categories (VA, VB,
and/or VC) are required, the dosimetry
system may use different algorithms
corresponding to those used for the different
occupational environments.

If an applicant participates in both low-
energy photon categories (111A and 111B) or
two of the beta categories (VA, VB and VC)
and uses the same algorithms for both
categories, then only 5 dosimeters shall be
submitted for each corresponding mixture
category involving those categories. The
spectrafor those mixture irradiations shall
be selected at random from the combined
category. If an applicant participatesin both
low-energy photon categories (I111A and 111B)
or two of the beta categories (VA, VB and
VC) using different algorithms for each
category, then 10 dosimeters shall be
submitted for each mixture, 5 for each
category. In such cases, the applicant shall
submit results using both algorithms. The
testing laboratory shall choose only the
appropriate irradiation categories for the
performance test for each agorithm.

NOTE: Category VC wasincluded to
accommodate specia dosimetry
environments. It is expected that the choice
of Category VC will be accompanied by a
justification. Field measurement data may
be required.
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The radiation source from
Category I11A and each mixture category
involving 1A shall be chosen for each of
the three testing parts at random without
replacement. The choice of sources from
Category 111B and each mixture category
involving I11B will alternate for each test
part. For each of the CategoriesIIIA, 111B,
IV, VA, VB, and VC and the mixture
categories not using neutrons, the category
used for individual irradiated dosimeters
shall not be identified to the applicant until
after test results are reported to the
applicants. In addition, the sources used for
the low-energy photon irradiations and the
Category VA beta particle irradiations shall
not be divulged until the test results are
reported.

An applicant participating in neutron
tests shall specify which neutron source
most appropriately represents the spectral
composition of occupational neutron fields
which the dosimetry program covers. If
both sources are required to adequately
represent these neutron fields, the
performance testing shall include both
sources. The applicant may identify in
advance the dosimeters submitted for the
neutron tests. When the dosimeters are
returned for evaluation, the participant shall
be told which dosimeters were irradiated
with neutrons and which source was used.
The testing laboratory shall provide pretest
calibration exposures for the neutron sources
upon request. The testing laboratory shall
also provide the ratio of readings from a 9-
in.-diameter spherical rem meter and a 3-in.-
diameter sphere covered with 10-mil-thick
cadmium as arelative calibration for albedo
dosimeters.?

NOTE: Thisstandard directsthe
testing laboratory to provide the calibration



factor for the neutron performance tests to
the applicant. The bias should indicate the
ability to calibrate the dosimetry system to
an external source. The dosimeter response
relative to the testing source(s) and the
occupational environments must be
documented (see Section 1.3).

3.3 Angular Dependence

For each dosimeter design submitted for
testing and for each type of radiation in
Categories |11 through VI for which
performance is tested, a study of dosimeter
performance when the incident radiation is
nonperpendicular shall be carried out once.
The study need not be a part of atest series
or performed by the testing laboratory. At
least two different radiation spectra shall be
used in Category I11A and I11B; low and
mid-range energies should be considered.
Category VB is excluded from this
requirement. The study procedure is given
below. No performance criteria shall be
applied to the results of this study.

Procedurefor Angular Dependence
Study. Mount the dosimeters on the front
face of the phantom specified for the
performance tests. Give identical
irradiations to at least two dosimeters of
each kind. Vary the angle of incidencein
two planes perpendicular to each other and
to the plane of the dosimeter in the original
test configuration. Vary the angle by
rotating the phantom through the appropriate
angle. To achieverotations aong the
horizontal axis of the dosimeter, rotate the
dosimeter 90° on the phantom and rotate the
phantom along its vertical axis.

At least seven different angles of
incidence from -85° to +85°, including 0°
(perpendicular incidence), shall be used in
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each of the two planes. Vauesfor the dose
equivalent for each irradiation exposure
should be approximately 500 mrem. For a
given angle of incidence and type and energy
of incident radiation, the results of the
angular dependence study shall be expressed
astheratio of the applicant’s dose equivalent
interpretation to the actually administered
dose equivalent obtained on the basis of
perpendicular incidence.

3.4 Lower Limit of Detectability

For each dosimeter design submitted for
testing and for at least one sourcein
Categories |11 through VI for which
performance is tested, a study to determine
the lower limit of detectability shall be
conducted once and reported to the testing
laboratory. The study need not be part of a
test series or performed by the testing
laboratory. The study procedure is given
below. No performance criteriashall be
applied to the results of this study.

Procedurefor the Lower Limit of
Detectability Study. At least 10 dosimeters
for irradiation per category, plus

10 dosimeters for background evaluation,
for each dosimeter design, shall be selected
from the routine-processed pool of
dosimetersfor this study. The dosimeters
shall be placed in an unshielded
environment for atime sufficient to obtain
an unirradiated background signal typical for
routine processed dosimeters. At least ten
dosimeters shall be irradiated for each
category to adose significantly greater (e.g.,
500 mrem) than the estimated lower limit of
detectability. Both theirradiated and
unirradiated dosimeters shall be processed
and evaluated. The following quantities
shall be calculated:
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where X;, = unirradiated dosimeter values
and X, = irradiated dosimeter values. The
values H, and H, are the mean evaluated
dose equivalent values for the unirradiated
and irradiated dosimeters, respectively, and
S, and S, are the associated standard
deviations. The dosimeter readings shall be
processed through the dose algorithms
without truncation or distortion (i.e., do not
zero any readings). If abackgroundis
subtracted, negative values shall be retained
for the calculation of S,. The algorithms for
the calculation of shallow and/or deep dose
equivalent shall be used to calculate H, and
H,, depending on the category test
specifications. The lower limit of detection,
L, shall be calculated as follows:

— P T\t I ) 1

(19)

r + /1 \:1

wheret, isthet distribution for n-1 degrees
of freedom and ap value of 0.95 (see NBS
Handbook 91'°) and r isthe average of the
unirradiated dosimeter values without
subtracting a background signal.
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Alternate Method. If the performance
testing was completed within six months of
this study, then the values of B and S may be
used to calculate [1.75 x S/(1 + B)] which
may be used in place of t,S//H, in

Equation (19) for each category. Only a set
of unirradiated dosimeters would be required
to determine L.

NOTE: Equation (19) is based on the
desire to minimize both false negative and
false positive results. All values below the
detection threshold should be set to zero.

For example, t, S, for p=0.95 is an estimate
of the detection threshold allowing 5% false
positive values. For the lower limit of
detection false negative values are also
minimized. For p = 0.95, the probability of
no more than 5% false positive and false
negative values provides alower limit of
detection of:

I-D = tp,oso + tp,DSD (20)
where S; is the standard deviation at the
lower limit of detectability andt,,and t,p
depend on the number of dosimeters used to
estimate S, and S, respectively.

Equation (20) is an estimate of the
eguation
Lo =K,0,+K,0p (21)
where o, and o, are the true standard
deviations and K, is the abscissa of the
standard normal distribution below which
the total relative area under the curveisP.
The o, value is composed of the fluctuation
of the background (o,) and the fluctuation
inherent in the readout process. If o,/H; is
the relative standard deviation at high doses,
then



0]
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and solving for L,

s )
L =2|Ko +[K —‘]H/
° o nH o

(22)

(23)
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Using t, for K, and Sfor o, Equation (19) is
obtained. If t,,isnot equal tot,p, the
formulafor L isnot exact, but should be a
close approximation. Additional
information can be found in an article by
Currie.22



10.

11.

12.

4. REFERENCES

American National Standards Institute (ANSI), American National Standard, Criteria for
Testing Personnel Dosimetry Performance, ANSI N13.11-1983, New Y ork, New Y ork, 1983.

Roberson, P. L., and Holbrook, K. L, Guidelines for the Calibration of Personnel Dosimeters,
PNL-4515, Pacific Northwest Laboratory, Richland, Washington, 1984.

Roberson, P. L., Holbrook, K. L., Yoder, R. C., Fox, R. A., Hadly, R. T., Hogan, B. T., and
Hooker, C. D., Performance Comparisons of Selected Personnel Dosimetry Systemsin Use at
Department of Energy Facilities, PNL-3983, Pacific Northwest Laboratory, Richland,
Washington, 1983.

Carlson, R. D. and Gesell, T. F., The Department of Energy Laboratory Accreditation
Programin Personnel Dosimetry: Results of the Pilot Performance Test, DOE/ID-12104, U.
S. Department of Energy, Idaho Operations Office, Idaho Falls, |daho, 1986.

Schwartz, R. B., and Eisenhauer, C. M., Procedures for Calibrating Neutron Personnel
Dosimeters, NBS Special Publication 633, U.S. Department of Commerce, National Bureau
of Standards, Washington, D.C., 1982.

U.S. Nationa Bureau of Standards (NBS), NBS Calibration Services Users Guide, NBS
Special Publication 250, U.S. Government Printing Office, Washington, D.C., 1986.

International Organization for Standardization (1SO), X and y Reference Radiations for
Calibrating Dosimeters and Dose Ratemeters and for Determining Their Response as a
Function of Photon Energy, 1SO 4037, UDC 535-34-36:53.089.6, Geneva, Switzerland, 1979.

Larson, H. V., Myers, I. T., and Roesch, W. C., A Wide Beam Fluorescent X-Ray Source,
HW-31781, Hanford Atomic Products Operation, Richland, Washington, 1954.

Kathren, R. L., Rising, F. L., and Larson, H. V., "K-Fluorescence X-Rays. A Multi-Use Tool
for Health Physics," Health Phys., 1971, 21.:285-293.

International Organization for Standardization (1SO), Reference Beta Radiations for
Calibrating Dosemeters and Doseratemeters and for Determining Their Response as a
Function of Beta Radiation Energy, SO 6980-1984, Geneva, Switzerland, 1984, UDC 535-
34:539.165:53.089.6.

Schwartz, R. B. and Eisenhauer, C. M., The Design and Construction of a D O-Moderated
»2Cf Source for Calibrating Neutron Personnel Dosimeters Used at Nuclear Power Reactors,
NUREG/CR-1024, U.S. Nuclear Regulatory Commission, Washington, D.C., 1980.

U.S. Nationa Bureau of Standards (NBS), Requirements for an Effective National Radiation
Measurements Program, NBS Special Publication 603, U.S. Government Printing Office,
Washington, D.C., 1981.

22



13.

14.

15.

16.

17.

18.

19.

20.

21.

22.

Yoder, R. C., Bartlett, W. T., Courtney, J. W., Hooker, C. D., Holland, J. A., and Hogan, B.
T., Confirmation of Conversion Factors Relating Exposure and Dose-Equivalent Index
Presented in ANS N13.11, NUREG/CR-1057, PNL-3219, Pacific Northwest Laboratory,
Richland, Washington, 1979.

Eisenhauer, C. M., "Evauation of Dose Equivaent per Unit Fluence for a D O-Moderated
%2Cf Neutron Source," Radiat. Prot. Dosim., 1984, 9:63-64.

Ing, H., and Cross, W. G., "Spectral and Dosimetric Characteristics of a D O-Moderated *Tf
Calibration Facility,” Health Phys, 1984, 46:97-106.

Schwartz, R. B., Eisenhauer, C. M. and Grundl, J. A., Experimental Verification of the
Neutron Spectrum from the NBS D, O-Moderated *2Cf Source, NUREG/CR-3399, U.S.
Nuclear Regulatory Commission, Washington, D.C., 1983.

Plato, P., and Hudson, G., Performance Testing of Personnel Dosimetry Services.
Procedures Manual, NUREG/CR-1063, U.S. Nuclear Regulatory Commission, Washington,
D.C., 1980.

McDonald, J. C., Griffity, R. V., Plato, P., and Miklos, J., Measurements of Gamma-Ray Dose
From a Moderated »*°Cf Source, NUREG/CR-2975, PNL-4590, Pacific Northwest
Laboratory, Richland, Washington, 1983.

U.S. Nationa Bureau of Standards (NBS), Experimental Satistics, NBS Handbook 91, U.S.
Government Printing Office, Washington, D.C., 1963.

U.S. Department of Energy, Department of Energy Laboratory Accreditation Program
(DOELAP) for Personnel Dosimetry, DOE Order 5480 Series, U.S. Department of Energy,
Washington, D.C.

Griffith, R. V., Hankins, D. E., Gammage, R. B., Tommasino, L., and Wheeler, R. V.,
"Recent Developments in Personnel Neutron Dosimeters - A Review," Health Phys, 1979,
36:235-260.

Currie, L. A. "Limits for Qualitative Detection and Quantitative Determination,” Analytical
Chemistry, 1968, 40:586-593.

23



APPENDIX A

CHOICE OF REFERENCE CALIBRATION SOURCES

24



APPENDIX A

CHOICE OF REFERENCE CALIBRATION SOURCES

Comparisons of occupational
exposures reported for various DOE sites are
made more difficult by the absence of
standard calibration techniques and the use
of many dosimeter designs. The
establishment of reference calibration
techniques will help quantify the effects of
differing dosimeter designs and differing
occupational environments. The choice of
reference sources was based on an
intercomparison of dosimeter system
performances for DOE laboratories®* and
the American National Standards Institute’s
Criteria for Testing Personnel Dosimetry
Performance, ANSI N13.11.** Eleven DOE
|aboratories participated in the inter-
comparison to better define present
differences and help develop improved
techniques.

The intercomparison of dosimetry
system performances was also used to
evaluate ANSI N13.11 for use by DOE
facilities. It wasfound that: 1) the number
of test categories was incomplete; 2) the
performance criteria specified did not
achieve the goal of the tests aswell as other
algorithms; 3) the beta-particle category was
not sufficiently specified; and 4) the choice
of the photon conversion factors was
arbitrary. The choice of reference sources
was made to be as consistent with ANSI
N13.11. aswas practical.

A.1 Calibration Categories

The filtered x-ray beams chosen for
Table 1 (main text) are National Bureau of
Standards (NBS) techniques.*® The M30
(20-keV) and S60 (36-keV) techniques
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represent the photon energy region of
maximum response for most dosimetry
systems. They represent a conservative
worst-case test for low-energy photons. The
M 150 (70-keV) and H150 (120-keV)
techniques are included to extend the test
energies above those influenced by the
photoel ectric effect. The response of
dosimetry systemsis similar to that of tissue
from approximately 200 keV to 2 MeV
because of the dominance of the Compton
interaction. Tests at these energies are
represented by the high-energy photon
category. Nearly monoenergetic x-ray
sources at 15 to 20 keV and 55 to 65 keV
and the **Am (59-keV) source were
included specifically for facilities using
plutonium.

Adequate performance for the
%5r/*Y beta source does not imply adequate
performance for all beta-particle energies.
The *Sr/®Y beta particles are sufficiently
energetic to penetrate the popular, thick
(235-mg/cm?) LiF thermoluminescent (TL)
dosimeter chip. This penetration resultsin a
response for ®Sr/*Y similar to the response
for *’Cs for some dosimeters that are nearly
insensitive to low-energy beta particles.
Inclusion of the **T1 source (0.76-MeV
maximum energy) requires that some
attention be given to the lower energies.
Reference sources with energies lower than
that provided by the ?*T1 source may be
included following improvement in
dosimeter technology. The ?*T1 source was
chosen because of its ease of use and single
beta spectrum.

A uranium slab source was added for
occupational environments containing



uranium and because of the popularity of
this source type for dosimeter calibrations.
Because source construction details may
change dose rates dlightly, extrapolation
chamber measurements were specified for
the calibration at 7 mg/cm? and the depth-
dose determination at 100 mg/cm?®  Source
construction and geometry effects are
constrained by the depth-dose specification,
which was cal cul ated using measurements
reported in the literature,***° and which
were subsequently checked by direct
measurement. These measurements indicate
that the depth-dose specification can be met
for slab sources with protective coatingsin
the range of 3 mg/cm? to 7 mg/cm?.

The use of dosimeters far from a
uranium source may result in inaccurate
readings compared to the uranium slab
calibration. The slab geometry provides a
|ess-penetrating depth-dose distribution than
the point source geometry. Proper use of the
source calibration can be determined using
measurements performed in the occupational
environments.

The response ratio of DOE abedo
neutron dosimeters for moderated and
unmoderated ®2Cf irradiations varies from
approximately 6 to 20.A* Because the
variations are so large, both sources were
chosen for use as reference sources. For the
performance evaluation, the type of neutron
source is provided before the dose
equivalents are reported. The moderated
#2Cf source was chosen to be consistent
with ANSI N13.11. Unmoderated *°Cf
irradiations can easily be performed asa
variation of the moderated *°Cf irradiations.
More stringent neutron tests may be
included following improvements in neutron
dosimeter technology.
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A.2  Additional Specificationsfor Beta

Calibrations

Beta calibrations are affected by
source geometry, source filtration, dosimeter
irradiation technique, beam calibration
technique, and environmental conditions.
The ANSI N13.11 standard specifies
inherent source filtration, phantom size, and
source-to-phantom distance for *Sr/*°Y
irradiations but does not adequately address
other parameters. Considerable variability
in dosimeter response per unit delivered
dose has been observed among *Sr/%Y
sources set up to ANSI N13.11
specifications. Additional constraints are
necessary to standardize beta calibration
techniques.

This standard specifies that beta
irradiations be standardized according to
depth-dose characteristics and source energy
criteriain the international standard
SO 6980.A4° The specifications for *Sr/*Y
irradiation are related to the mean energy of
the source (100-mg/cm? specification) and
Bremsstrahlung production (1000-mg/cm?2
specification). For ®T1 irradiations, only a
specification related to mean energy is given
(20-mg/cm? specification). The depth-dose
specifications are intended to take
precedence over the source filtration
specifications. Theintention isto allow the
use of source geometries specified in 1SO
6980 while maintaining irradiation
consistency between laboratories. The
depth-dose specification for the slab
uranium exposures was added to help
control variations in source manufacture and
geometry.



A.3 Factorsfor Converting Exposure

to Dose Equivalent for Photons

The exposure-to-dose-equivalent
conversion factors for low-energy photons
(C, factors) listed in ANSI N13.11 were
derived by Dimbylow and Francis for the
four-element ICRU sphere using Monte
Carlo calculations.*” For the dosimeter
performance tests, the dosimeters are
mounted on a slab phantom of
methylmethacrylate. Personnel dosimeters
are designed to monitor for dose to the tissue
of the body on which they are mounted.
However, the performance tests require that
they monitor for dose to the ICRU sphere
while mounted on aslab phantom. This
results in the miscalibration of even ideal
personnel dosimeters.

The choice of the phantom shape for
the specification of C, factorsis not
arbitrary, as has been argued.”® Thesize
and shape of the phantom is important for
monitoring low-energy photons because
radiation is scattered back to the surface.
Backscatter can contribute an additional
40% to 50% to the dose at the surface for
photon energies between 60 and 100 keV .
The dosimeter ideally would be able to
properly record the level of back-scattered
radiation and, thus, approximately
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compensate for fluctuations dependent on
the size of the wearer.

The contribution due to
backscattered radiation is different for the
dlab and spherical phantoms. Nelson and
Chilton used Monte Carlo calculations to
derive the C, factors for the slab geometry
with the ICRU four-element composition.*™*°
Their results agreed closely with the
calculations of Dimbylow and Francis
(spherical geometry) below 50 keV, but
were 20% higher between 80 and 100 keV.
This difference accounts for the major
discrepancy between the spherical-geometry
C, factors specified in ANSI N13.11 and the
available measurements using slab geometry
by Yoder et al.*™* Nelson and Chilton also
performed calculations for the tissue-
equivalent plastic used by Y oder et a. for
direct measurements of C, factors using the
slab geometry. The significant difference
between the calculations for the Y oder
plastic and the measurements was at
energies below 20 keV. Nelson and Chilton
attributed this difference to a higher-energy
contamination in the k-fluorescence spectra
used by Yoder et al.

Because of the use of slab phantoms
for the reference calibrations, conversion
factors for the slab geometry are used. The
best available data are by Y oder et al. and
arelisted in Table 2 of the main text.
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APPENDIX B

DERIVATION OF PERFORMANCE CRITERIA

The specifications of performance
criteriawere based on achievable standards
consistent with the goals of health
protection. The criteriawere chosen to be
both economically and technologically
achievable based on the data collected
during the intercomparison of dosimeter
system performance for DOE laboratories.?*
A direct relationship between the
performance criterion and the response of
each dosimeter was maintained by
expressing the criterion as a confidence limit
rather than a calibration bias limit only. The
confidence limit concept was also used in
ANSI N13.11-1983.%2 The goa wasto
develop a statistic for which there would be
a specified confidence that the dosimeter
readings would be within a specified
interval.

For alarge number of dosimeter
readings obeying a normal distribution, there
isaconfidence level, 3, for which the
readings are within the interval
M-Zob M+Zo (B-1)
where M is the mean; o isthe (one sigma)
standard deviation of the total population;
and Z, isthe standard normal variable for
o« =212 (p +1). Theentireinterval may be
required to be within a specified tolerance of
aconventionally true value (CTV) by
stating:

M+Z,0<CTV (1+L)
and

M-2Z,0 > CTV (1-L)
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or

M-@ | 40

<L

W W (B-2)
where L isthe fractional tolerance interval.

For a performance test using n
dosimeters, the bias (B) and the standard
deviation (S) of the performance indices are
estimates of (M - CTV/CTV and o/CTV.
Then the test statistic becomes
By +1,,S,, <L (B-3)
where v = n-1 represents the number of
degrees of freedom and the 't’ statistic is
used as an approximation of the standard
normal variable due to the finite number of
dosimeters used for the test.

The reasonably achievable test
statistic chosen for the performance criterion
was
IB| +S<0.30 (B-4)
This statistic can be interpreted in several
ways. If t,, = 1for n=15 dosimeters, then
there would be approximately 70%
confidence (p = 0.66, « = 0.83 for n = 15)
that a dosimeter response would be within
30% of aconventionally true value.
However, if aworker used four dosimeters
per year and received approximately equal
doses on each, then there would
approximately 95% confidence ( = 0.93,

o = 0.97 for n = 15) that the annual reported
dose equivalent would be within 30% of a
conventionally true value.

Variations of the test statistic
derivation are possible. Higher levels of



statistical confidence that atest sampleis
representative of the true population can be
obtained using tolerance statistfts.  An

interval can be constructed to cover at least a

specified percent of all dosimeter readings in
the total population with a desired
probability. For example, for a 95%
probability that 95% of the averages of four
dosimeter readings are within tolerance
(assuming uniform occupational exposures
and a quarterly exchange rate), the test
statistic becomes:

IB| + 1.45 S< 0.30 (B-5)

for 15 sample readings. However, there is
also the probability that a system that meets
the 30% criteria exceeds the test statistic.
For 95% probability that systems meeting
requirements also meet the test statistic, the
tolerance value (0.30) would have to be
increased. Both approaches converge to the
adopted test statistic as the number of
sample dosimeters approaches infinity.

The relationship of the adopted test
statistic (Equation B-4) to recommendations
of the NCRP, ICRU and ICRP are given
below.

an accuracy of better than £ 20% is

recommended.

The precision of the reported values
approximately corresponds to the 'S’ value.
While the test statistic does not require an S

of 0.10 or less, there is an implied constraint
on S of about 0.12 to 0.15. Larger values of

S do not allow sufficient latitude for a
minimal uncertainty in the bias, especially
for multipurpose dosimeters which require
some latitude in the bias to cover response

variation as a function of radiation type and
energy. The spirit of the recommendation
for precision is accommodated.

The recommended accuracy near the
MPD of 30% is implied to be used annually,
since the MPD is applied annually. If a
facility uses quarterly dosimeter exchanges,
dosimeters receiving approximately equal

doses per quarter would meet the 30%
recommendations with approximately 95%

confidence. The reported dose equivalent
for a worker receiving all of the annual dose
on one dosimeter would have an
approximately 70% confidence of meeting
the recommendation.

A test statistic variable in the

magnitude of the delivered dose was
contained in the early drafts of ANSI
N13.11. The University of Michigan test
concluded, and the DOE study concurred,

Recommendationsto NCRP 5754

The NCRP recommends several
values of precision and accuracy depending
on the circumstance. The recommended
precision is + 10% which allows comparison
of reported values between individuals and
over long periods of time. For reported
values near the maximum permissible dose
(MPD), an accuracy of £ 30% is

recommended. For reported values less than

1/4 of the MPD, an accuracy of a factor of 2
is acceptable. At higher doses encountered
during emergency procedures or accidents,
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that the split in the test statistic was

unnecessary at current state of the art and
was detrimental to the conduct of the test.
Principally, a significantly larger number of

dosimeters would be required to perform a

variable-criteria test compared to a single-

criteria test to achieve the same level of

confidence in the results. Therefore, the

allowance for a greater inaccuracy at lower
doses was not included in the test criteria.
The test statistic does not meet the
*+ 20% recommendation on the accuracy at



high doses. High dose are typically received dosimeter sensitivity, with incident energy

by only one dosimeter, thus there would be and direction of incidence, and in dosimeter
70% confidence that the reported dose is construction, readout, and calibration.
within 30%. The first recommendation is met:
the criteria was designed to be as low as is
Recommendationsin ICRU 20%° reasonably achievable. The recommended
minimum levels of accuracy near the
The ICRU recommends that an maximum permissible dose imply atest
accuracy of £ 30% be achieved when the statistic of
maximum dose equivalent is comparable to
the maximum permissible dose. At a level |B| +2 S< 0.50 for B positive
of 0.1 of the maximum permissible dose, a
maximum allowable uncertainty of a factor and (B-6)
of three is suggested. At doses much greater
than the maximum permissible dose, the |B| +2 S< 0.33 for B negative.
ICRU recommends that the accuracy be
increased, possibly with special effort The asymmetric criterion is due to the
applied postexposure. specification of a factor rather than a percent
The accuracy recommended by the of the conventionally true value. This
ICRU is similar to that quoted by the NCRP statistic implies an upper limit of S of 0.25,
at radiation protection levels. At high doses, which is approximately achieved by the
the ICRU encourages the use of special adopted statistic (S = 0.30). The adopted
efforts to improve the dose estimate for each criteria approximately corresponds to
individual worker. The adopted test criteria recommendations of the ICRP for S values
is in approximate agreement with these near 0.20. However, the allowed inaccuracy
recommendations. However, there is no test of the bias for small S values is (nearly) as
requirement to demonstrate the ability to great as 50%. This allows too much
improve the accuracy after the exposure. inaccuracy in the calibration methods and
dosimeter design, and is above the currently
Recommendationsis | CRP 35°° achievable level. Note that this approach
does not require the use of quarterly
The ICRP recommends that the dosimeter exchanges with the accompanying
uncertainty in the annual reported dose assumption of approximately equal doses
equivalent be reduced as far as is reasonably received each quarter.
achievable. It further recommends A source of inaccuracy included by
minimum levels of accuracy of a factor of the ICRP, but not included by the adopted
1.5 at the 95% confidence limit when the test criteria is that due to direction of
dose equivalent is on the same order as the radiation incidence. The collection of
annual maximum permissible dose, or angular response data is required by the
within a factor of two at the 95% confidence DOE standard with no criteria on the
level when the annual reported dose is less performance. The application of the adopted
than 1 rem. Explicitly stated is that these test statistic may be alternatively viewed as
accuracy limits include variations in allowing a confidence interval up to 0.2 for
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the inaccuracy in the angular response. The
recommendations of the ICRP can be taken
into account during the development and
subsequent review of a test criteria for
angular response.

The recommendations at the lower
dose equivalent levels were not used for the
same reason as was stated above for the
NCRP recommendations.

Summary of Relationship to
NCRP/ICRU/ICRP
Recommendationst4through B-6

The adopted performance criteria
were chosen to be as low as was reasonably
achievable. The criterion is consistent with
the recommendations of the NCRP,

ICRU.?* and ICRP® with the following
caveats:

 To meet the NCRP and ICRU
recommendations of 30% for the
accuracy, and do it with 95%
confidence, at least four dosimeters
receiving equal doses must be used.
This may be approximately correct for
the majority of workers, but is not
adequate for all.

* The recommendations by the ICRP are
approximately met for each dosimeter,
and thus for each worker, except that
the uncertainty due to angular response
is neglected in the test criteria. The
adopted test criteria are approximately
equivalent to reserving up to 20% for
additional (positive) bias due to
angular response variations.

 The NCRP recommended accuracy in
the high dose region is greater than is
specified by the test criteria (20%
NCRP versus 30% test criteria). The
ICRU and ICRP favor special effort to
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increase accuracy on a case-by-case
basis.
» Inaccuracies resulting from field use
under partially unknown conditions
(e.g., position of dosimeter relative to
the source distribution and body of
wearer) are neglected in the test
criteria.

Performance Test Uncertainty

The implementation of the test statistic as
given in Equation (B.4) may require large
numbers of dosimeters to measie and S

with sufficient precision. Assuming that the

dosimeter readings are normally distributed
about a single mean, for 95% of the readings
the magnitude of the bias is bounded by:

M-& | < o

|B|< @ m @ (B-7)

For 95% of the samples the standard
deviation is approximately bounded by:

X . ] o
n-1 W (B-8)
usingg distribution with (n - 1) degrees of

freedom. Because the uncertainties in B and

S are independent for normally distributed
data, a close approximation to the interval
containing 95% of the parent population is:

S«<

_ M - o

+

147 147

[[B] + 9.

(B-9)




The term in brackets on the right-hand side
is the amount by which a system that meets
the goals for accuracy could fail the test
statistic due to a statistical fluctuation of a
measurement. This term can be reduced by
increasing the number of dosimeters per test.
Table B.1 lists the approximate values of the
statistical terms as afunction of o and the
number of dosimeters used per test. For an

TableB-1. Statistical uncertainty term

uncertainty of 5%, 15, 60, and 120
dosimeters are required for standard
deviations of 0.08, 0.17, and 0.24,
respectively. Similar requirements for the
number of sample dosimeters can be derived
using tolerance statistics for 95% probability
that 70% of a parent population with |B| + S
= 0.25 iswithin tolerance.

Number of

alCTV Dosimeters

0.08 15

0.17 15
30
60

0.24 15
30

60

120

Approximate Value of
Uncertainty Term

0.05

0.10
0.17
0.05

0.14
0.10
0.07
0.05
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